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Anton Paar DMA™ 4500 M - Measurement Results:
Software version: 2.94.12415.54
DMA™ Density serial number: 82519056
Xsample™ 320 serial number: 82420700
Alcolyzer serial number: 82513313
pH ME serial number: 24198219

Sample Information:
Unique Sample Id: 241 
Date: 2020-05-22 
Time: 14:13:07 
Sample Name: 2B030 

Measurement Result:
Alcohol (% v/v): 10,22 %v/v

 
pH Value: 4,32 

 
Density Condition: valid 
OG (original gravity): 82,21 
PG (present gravity): 5,62 
p (original extract) (% w/w): 19,85 %w/w
Ea (app. extract) (% w/w): 1,45 %w/w
RDF (real deg. of ferm.): 77,08 %
ADF (% w/w): 92,71 %w/w

 
Calories (kcal/100 mL): 73,82 kcal/100ml
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